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Abstract
Assessing the location and stability of electrical rotors
can help target ablation therapy for atrial fibrillation. Ro-
tor cores can be tracked by identifying singularities in the
phase of spatially distributed electrical recordings. This is
routinely applied to unipolar electrogram and action po-
tential data, but not to bipolar electrogram data, which
contains local activation only. We developed and tested a
technique to track phase singularities from simulated bipo-
lar data. Bipolar electrogram phase was found to be as
effective as action potential and as unipolar electrogram
phase for rotor tip detection when using simulated data,
suggesting that it may be used clinically as an alternative
method to unipolar phase to locate rotor phase singulari-
ties in atrial fibrillation.
1. Introduction
Atrial fibrillation (AF) is the most prevalent cardiac ar-
rhythmia and there are multiple hypotheses for its mecha-
nistic basis. One proposal is the mother rotor hypothesis,
which states that AF is not entirely random, but is perpet-
uated in a hierarchical manner by periodic rotors that act
as sources of high frequency wavefronts, driving fibrilla-
tion. Despite the presence of rotors in animal experimen-
tal studies [1], little evidence had been found for the exis-
tence of rotors in humans [2] until the recent development
of different clinical computational mapping modalities that
successfully identified rotors and focal sources in the atria
[3,4]. These studies suggest that assessing the location and
stability of rotors can help target ablation therapy for AF.
Fibrillatory electrograms are challenging to analyse due
to their beat-to-beat variability in amplitude and duration,
and fibrillation itself being a seemingly random process.
However, the periodicity in the signal can be translated into
attractors in its phase space, leading to spatial singularities
in phase corresponding to the centre of a rotating wave [5].
Identifying phase singularities is one approach that can be
used to locate the tip of spiral waves.
Phase mapping was initially developed for optical map-
ping data, where the fluorescence signal was plotted
against a time-shifted signal to reveal attractors, and the
phase angle parameterises the trajectory, giving a repre-
sentation that is independent of the changing amplitude
and morphology of the signal. Phase singularities occur
at the ends of wavefronts, including at centres of rotational
activity, and can be tracked over time to investigate wave
dynamics. Many optical mapping and simulation studies
have since used these techniques to analyse wavefront dy-
namics from action potential (AP) data [6].
More recently phase mapping using unipolar electro-
grams has been applied to ventricular fibrillation [7] and
AF data [4]. Bipolar electrogram signals have the advan-
tage that they contains local activation only. In this pa-
per, we describe a technique to track phase singularities
from simulated bipolar electrogram data, at various inter-
electrode spacings to assess its theoretical suitability for
use in a clinical environment. Computed wavefront dy-
namics and singularity positions, are compared to those
calculated from AP data and unipolar electrogram data.
2. Methods
Data for testing the algorithms were generated from
a simulation initiated with two fixed rotors on a 10cm
×10cm two-dimensional domain, Ω. The monodomain
tissue model and the Courtemanche et al. human atrial cell
model [8] were used; electrical remodelling in AF was rep-
resented by reducing the ionic conductances of Ito, IKur
and ICaL [9]. In addition, the conductance of IK1 was
doubled on one side of the domain, reducing the action
potential duration (APD) [10], and allowing rotors with
two different frequencies to be established. A smooth tran-
sitional region was included along the centre of the do-
main. The model was discretised using finite differences
with a 0.1mm resolution. Voltages and ionic concentra-
tions were time-marched using forward Euler and gating
variables were advanced using a Rush-Larsen scheme [11],
both with a time-step of 0.01ms.
An electrogram at a point (xp, yp, zp) is calculated as:
Φe(xp, yp, zp) = D
∫ ∫
Ω
∇Vm · ∇
(
1
R
)
dx dy, (1)
where R =
√
(x− xp)2 + (y − yp)2 + (z − zp)2 is the
distance from the electrode [12]. Unipolar electrograms
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Figure 1. Summary of data modalities. (A) AP data is
post-processed to derive unipolar electrograms at the white
dots, with 6mm inter-electrode spacing. (B) These are
paired to give bipolar electrograms and the phase is cal-
culated. (C) Phase interpolated to the original grid resolu-
tion. (D, E) Example unipolar electrograms paired to give
bipolar electrogram (F).
were measured on a regular grid (Fig. 1A), one cell radius
(5µm) above Ω. Bipolar electrograms were calculated as
the difference of two unipolar electrograms (Figs. 1D-1F).
Bipolar electrograms were calculated at inter-electrode
spacings of 2, 4, 6, 8 and 10mm. Filtering was applied
using the sequence of filters suggested by Ng et al. for
dominant frequency analysis [13]: a band-pass filter from
40−250Hz; rectification of the signal; and a low-pass filter
at 20Hz. Signals for large electrode spacings (> 4mm)
were treated differently; a 10Hz low-pass filter was used
to reduce the number of double potentials.
2.1. Phase Calculation
To identify rotor cores and track wavefront dynam-
ics, we calculated the phase of the voltage signal (either
AP, unipolar electrogram or bipolar electrogram). A sig-
nal with zero-mean is necessary to correctly compute the
phase angle. For small electrode spacings, a piecewise cu-
bic hermite polynomial spline was fitted to the maxima
in the signal. This was used to normalise the signal, and
subsequently a straight mean was removed (Figs. 2A and
2B). For large electrode spacings, a slightly different ap-
proach was used. Maxima were assigned using a window
size of 70ms and the minima between each pair of max-
ima were also tagged. Maxima-minima pairs for which
the amplitude difference was small were deleted, and the
maxima were temporally shifted to be centred between ad-
jacent minima. The maxima and minima points were again
joined using splines, and used to normalise the signal. This
signal was then squared and finally the overall mean was
removed. In both cases, the real and imaginary parts of the
Hilbert transform of the zero-mean signal were plotted in
the phase plane (Fig. 2C) [14], and the angle around this
0 1000 2000 3000
0
200
400
600
800
Time (ms)
V
(t
)
0 1000 2000 3000
−0.2
0
0.2
0.4
0.6
0.8
Time (ms)
Vˆ
(t
)
−0.2 0 0.2 0.4 0.6 0.8
−0.5
0
0.5
Vˆ (t)
H
[Vˆ
(t
)]
0 1000 2000 3000
−2
0
2
Time (ms)
An
gle
 (r
ad
ian
s)
(A)& (B)&
(C)& (D)&
θ&
Figure 2. Calculation of bipolar electrogram phase with
2 or 4mm interelectrode spacing. (A) Tagged maxima,
joined using a cubic spline. (B) Signal after normalisation
using the maxima line and with straight mean removed.
(C) Real and imaginary parts of the Hilbert-transformed
signal plotted in the phase plane. (D) Phase angle.
trajectory was the phase angle (Fig. 2D). This is displayed
as a spatial map of phase (Fig. 1B), which is then inter-
polated to the original resolution (Fig. 1C). Similar tech-
niques were used to calculate the AP phase and unipolar
electrogram phase.
Phase singularities are locations where the phase is con-
sidered arbitrary or undefined, and a 2pi increase in phase
is seen in the surrounding points. A phase singularity (PS)
is defined as a site where the integral of the topological
charge is non-zero:
nt ≡ 1
2pi
∮
c
∇θ · dr = ±1.
To calculate this integral, we used the technique given in
Bray and Wikswo [15]. PS locations calculated using the
AP data were used when assessing the capabilities of the
bipolar algorithms.
3. Results
The left-hand side of the domain maintains a single iso-
lated rotor throughout the simulation, without the presence
of wavefront collisions, and so is used to assess the ac-
curacy of PS identification. The location of the PS cor-
responding to this rotor was extracted for each frame of
the simulation. Fig. 3 shows the rotor core trajectories cal-
culated at a fixed inter-electrode spacing of 2mm for the
different signals. Each of the trajectories are seen, to some
extent, to align with the 2mm grid. The trajectory calcu-
lated from the full-resolution data is also shown for com-
parison.
The centroid of the trajectory was also calculated. The
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Figure 3. Top: Rotor trajectories. Middle: Phase singular-
ities (black and white dots) calculated using full resolution
AP phase; and AP phase, unipolar phase and bipolar elec-
trogram phase generated at 2mm inter-electrode spacings.
Bottom: Phase singularity heat maps.
Table 1. Error in centre location of isolated rotor and max-
imum radius of phase singularity trajectory (5.71mm at
full-resolution).
Error in centre location (mm) Max radius (mm)
AP Unipol Bipol AP Unipol Bipol
2mm 0.08 0.15 0.13 5.58 5.80 5.64
4mm 0.33 0.83 0.11 5.41 4.03 8.65
6mm 0.59 0.36 0.22 7.54 4.39 5.00
8mm 0.66 0.50 0.83 11.44 5.43 7.45
10mm 1.25 2.11 1.61 14.17 8.18 8.15
error in this centroid and the maximum radius of the tra-
jectory, for each datatype and inter-electrode spacing, is
given in Table 1. In general, for each datatype, the error
in the location estimation increased with larger spacing,
as expected. The bipolar algorithm provided an improved
prediction, in general, of rotor core location than unipolar
data. The maximum radius of the trajectories were larger
at the coarser resolutions. In addition, we quantified the
error in the PS location on a frame-by-frame basis, shown
as mean and standard deviation in Table 2. Error was seen
to increase with increasing inter-electrode spacing. The
bipolar algorithm provided a slight improvement in its PS
location estimate for larger electrode spacings, compared
to the unipolar case.
A comparison of the overall distribution of phase singu-
larities, calculated for each signal type and at each inter-
electrode spacing, is shown in Fig. 4. The mean and
standard deviation of the number of PS per frame was
9.62 ± 2.72 for the full resolution AP data; other results
are shown in Table 3. Both AP and unipolar electrogram
data had an increased number of false detections at coarser
resolutions, while fewer PS per frame for the equivalent
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Figure 4. Phase singularities (black and white dots) cal-
culated using AP phase (top), unipolar electrogram phase
(middle) and bipolar electrogram phase (bottom) at 4, 6, 8
and 10mm inter-electrode spacings.
Table 2. Framewise mean distance error and standard de-
viation (mm) for isolated rotor
AP Unipolar Bipolar
2mm 1.31 ± 0.81 1.57 ± 0.99 2.22 ± 1.08
4mm 2.15 ± 0.96 2.76 ± 1.49 2.68 ± 1.37
6mm 2.64 ± 1.24 3.04 ± 1.50 2.84 ± 1.46
8mm 3.25 ± 1.55 3.42 ± 1.56 2.77 ± 1.43
10mm 3.40 ± 2.11 4.58 ± 2.09 3.92 ± 2.15
resolution bipolar electrogram phase were detected.
Finally, heat maps were calculated, showing the overall
spatial distribution of PSs throughout the simulation. The
maps were smoothed with a bin-size of 2mm to reduce
artefacts introduced by the use of different inter-electrode
spacings. Example heat maps are shown in Fig. 3 and
clearly identify the hotspot associated with the isolated ro-
tor. Table 4 shows correlations between each map and the
full-resolution map. These again decreased with increas-
ing inter-electrode spacing and were similar between sig-
nal types.
4. Discussion
We have presented an approach to identify rotor core lo-
cations using phase computed from bipolar electrograms
and tested the algorithms on simulated data. Bipolar elec-
trogram phase was observed to be as effective as AP phase
for rotor tip detection, and may potentially be used clin-
ically as an alternative method to unipolar electrogram
phase to locate rotor PSs in AF, due to the reduced number
of false positive detections. The error in the centre loca-
tions are not considered to be of a clinically relevant mag-
Table 3. Mean number of PSs per frame.
AP Unipolar Bipolar
2mm 9.45 ± 2.57 9.46 ± 2.81 9.56 ± 2.59
4mm 9.66 ± 2.59 10.06 ± 2.99 9.50 ± 2.62
6mm 9.88 ± 2.59 10.61 ± 2.97 9.27 ± 2.53
8mm 12.27 ± 3.32 11.62 ± 3.52 8.84 ± 2.38
10mm 11.64 ± 2.95 12.11 ± 3.72 8.33 ± 2.41
Table 4. Correlation of heat maps for subsampled data
with full-resolution AP data distribution.
AP Unipolar Bipolar
2mm 0.91 0.81 0.80
4mm 0.65 0.56 0.60
6mm 0.54 0.66 0.52
8mm 0.48 0.50 0.43
10mm 0.38 0.29 0.29
nitude, and significantly less than the diameter of the abla-
tion catheter. In general, the maximum radius of the bipo-
lar electrogram trajectories are found to be slightly larger
than that of unipolar data, although the errors are smaller
on a frame-by-frame basis for the bipolar data.
Further work will test the methods on bipolar electro-
gram data acquired from experimental (multi electrode ar-
rays and cell culture) and clinical recordings to establish if
the above conclusions translate to real data.
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